[The possibilities for the objective assessment of the color of dental materials on the Quartz-4-type spectrophotometer].
The authors analyzed the possibility of using the Quartz 4 type acoustic-optic spectrophotometer to identify the shades of stomatologic materials. Analysis of spectral aperture coefficient curves was carried out for 10 shades of plastics used to make permanent dentures Sinma-M. The authors came to the conclusion on the usefulness of such method of identification of the stomatologic material shades and even of the intermediate gradations of these shades. Using this method, it is possible to control the material surface color homogeneity.